
Evacuation Mattress
I N F L A T A B L E  M O D E L

This piece contains a set of instructions that will teach 
you the safe use of S-CAPEPLUS - Inflatable Model.

 
Please study each step before usage.

Are you ready?

Let's get started.



Less physical stress during a medical evacuation
During a  medical  evacuat ion,  the physical  stress for  you and other  paramedics  can be
extremely high.  The S-CAPEPLUS wil l  reduce the physical  load dur ing your  day-to-day
job.

More comfort for patients
Trauma immobil isat ion on spineboards and vacuum-mattresses can be extremely
painful  for  pat ients.  The S-CAPEPLUS wil l  provide more comfort  and prevent
secondary in jur ies  (e.g.  decubitus)  as  a  result  of  t rauma immobil isat ion.

Win precious time during critical situations
When t ime is  cr i t ical ,  every second counts.  When pat ients  suffer  f rom extreme lung or
heart  fa i lure,  you need to act  quickly.  Also in  those scenar ios,  you can use the 
S-CAPEPLUS Inf latable Model .

This is how the S-CAPEPLUS - Inflatable Model
can help you



Proprietary notice
The information disclosed in  this  manual  is  the property  of
Tetcon Global  BV,  Eindhoven,  The Netherlands.  Tetcon Global  BV reserves
al l  patent  r ights,  propr ietary  design r ights,  manufactur ing r ights,
reproduct ion use r ights  and sales use r ights  thereto,  and to any
art ic le  disclosed therein  except  to the extent  those r ights  are expressly
granted to others  or  where not  appl icable to vendor  propr ietary  parts .

Instructions
These  instruct ions  contain   information  concerning the  safe  use  of   the  S-CAPEPLUS
Inflatable Model .  To  ensure that  the evacuat ion mattress is  used
correctly  and safely,   the information in  this  manual
must  be   read pr ior   to  placement  and usage of   the  
S-CAPEPLUS.  Anyone who is  going to use the product  must  have careful ly  read al l
instruct ions in  this  manual .  They must  also understand the information contained in
this  manual .  I t  is  the responsibi l i ty  of  the user  to act  safely  and correctly .  This  appl ies
to both the pat ient  and caregivers.  This  manual  descr ibes the use of  the S-CAPEPLUS
in an ideal  sett ing and can only  be considered as a  guidel ine.

Training advice
In  this  manual ,  you can learn how to operate the S-CAPEPLUS Inf latable Model  with
two people.  Please note that  for  an internal  t ra ining,  i t  is  recommended to operate the
evacuat ion mattress also with two people ( i f  needed,  you could also do this  with 3
people) .   This  wi l l  reduce the physical  stress and minimize the possibi l i ty  for  in jur ies
for  yourself  and your  co-worker(s) .

Read before usage

Contact
Contact  your  local  distr ibutor  i f  you have any quest ions about  the product  and i ts  use.
Always make sure that  you have the r ight  vers ion of  the manual .

Company information
Tetcon Global  BV
Johannes Bui js laan 20
5652 NK Eindhoven
+31  40 298 99 55
info@tetcon-ge.com
www.s-capeplus.com |  www.tetcon-ge.com

Product & Company info
Technical Specifications

Art icle  number:
Model  Name:
Weight:
Mater ial :
Safe working load:
Laundry instruct ions:
Warranty:

5NINFL6021
S-CAPEPLUS Evacuat ion Mattress -  Inf latable Model
8 KG
Polyester ,  PU & Dyneema®
200KG
Clean careful ly  using a  wipe and dis infectant  spray.  
S-CAPEPLUS has one-year  guarantee,  f rom the invoice date,
on confect ion and  manufactur ing faults .



Remove the S-CAPEPLUS - Inflatable Model from its storage bag

Step 1



Ensure that the floor is free of obstructions or sharp objects. 

Roll the S-CAPEPLUS open and place next to the victim.

Step 2



Open up the black cap of the inflation valve.

Step 3



Attach the hand pump to the inflation valve. Turn it tightly.

Step 4



Start inflating the S-CAPEPLUS using the hand pump until you reach

the desired firmness.

The desired firmness is reached when you hear the pressure relief valve

on the feet end. Listen carefully.

Step 5

Pressure relief valve at feet end



Use the logroll technique to transfer the victim to the S-CAPEPLUS.

Step 7



Now place the S-CAPEPLUS in the back of the victim. 

You can now roll the S-CAPEPLUS and victim back to the ground.

Make sure that the victim is placed at the centre of the S-CAPEPLUS.

Step 8



Adjust the foot board to the victim's length.

Step 9



Now place the S-CAPEPLUS in the back of the victim.

Step 10



Adjust the foot board to the victim's length.

Step 11



Close the straps around the chest. Make sure to they are placed in an X-

shape (one over the shoulder - one underneath the armpit).

Step 12



Close the other straps and use the strap adjuster to tighten the straps.

Step 13



If needed, place the head blocks. Read the head block instructions of

your manufacturer carefully before installing.

Step 14 (optional)



Close the flaps. Make sure to do this as tight possible. 

The person should be wrapped like 'protective cocoon'.

Step 15 



You are now ready to transport. Use the pulling straps on the head- and

feet end to maneauvre through hallways and corridors. Communicate

with the victim and your colleague(s) to ensure a safe transportation.

Step 16 



Try to keep the mattress straight at all times. When you go down a

staircase make sure that the victim's bottom is over the edge of the

staircase before lowering the mattress on the stairs. This will prevent

that the victim's back bends.

Step 17

Going down a staircase is quiet, easy and safe. Make sure to operate the

S-CAPEPLUS with at least two people. If you feel you are not able to cope

with a staircase transfer, please leave it to someone else.

Safety tip



The person that operates the S-CAPEPLUS from the feet end should

remain in contact with the mattress using his/her leg. This will reduce

the physical strain. Go down step-by-step. Communicate with your

colleague who's using the straps at the head end.

Step 18 

Going down a staircase is quiet, easy and safe. Make sure to operate the

S-CAPEPLUS with at least two people. If you feel you are not able to cope

with a staircase transfer, please leave it to someone else.

Safety tip



Once you are downstairs - you can transfer the victim in the 

S-CAPEPLUS to a brancard or stretcher. Make sure to lift the S-

CAPEPLUS with at least 4 people using the side handles and lift

simultaneously. Communicate with one and other (e.g. count till 3 prior

to lifting). 

Step 19

Prior to lifting, you should place

the straps underneath the flaps

to prevent stepping on the straps 

and potentially flipping over.

Safety tip



When the victim is positioned on the brancard / stretcher - make sure

to fixate the S-CAPEPLUS and the victim on the brancard using its own

straps and buckles.

Step 20 



•  Always  observe  the   instruct ions  given  in   the   instruct ion  manual  when using this  S-CAPEPLUS.

•   Incorrect  placement  of  the v ict im onto this  S-CAPEPLUS may have a  negat ive  effect  on   the  effect iveness  of   the S-CAPEPLUS.  Therefore,  a lways  str ict ly  observe  the   instruct ions  given  in   these instruct ions.

•  The  use  of  alcohol  and/or  prescr ipt ion  and over-the-counter  medic ine  may have a  negat ive  effect  on   the  ski l l  of   the   rescuer  who pul ls   the S-CAPEPLUS.

•  Do not   remove any  parts  of   the  S-CAPEPLUS.

•  This  S-CAPEPLUS  is  not   intended for   recreat ional  use.

•  Do not  use   f lammable  vapours,  mater ials  or   l iquids,  such  as  petrol ,  a lcohol ,  etc . ,  c lose  to   the  S-CAPEPLUS.

•  Not  observing the   instruct ions  given  in   the   instruct ion  manual  provided with   the  S-CAPEPOD may result   in  ser ious  physical   in jury  or  even death.

•  Sharp  edges  or  protrusions  may damage the  S-CAPEPLUS and,   therefore,   reduce the  effect iveness  of   the  product.

•  Pract ice  using the  S-CAPEPLUS at   least  once a  year   in  order   to  guarantee  i ts  correct  and safe  use   in   the  event  of  an  emergency.

•  Contact   the  var ious   rescue services   ( f i re  br igade,  ambulance service,  etc . )   to   inform them of   the  purchase and presence of   the  S-CAPEPLUS.

•  The S-CAPEPLUS  is  not  suitable   to  be  pul led  over  a  naked  f lame.

•  The S-CAPEPLUS must  be  careful ly  checked for  damage after   i t  has  been used.   I f  damage  is  observed,   the product  must  not  be   reused.  Contact  your  distr ibutor  or  manufacturer  f i rst .
Furthermore,   the S-CAPEPLUS must  be   folded up and put  away each t ime after  use.

•  For  hygiene  reasons,   the  S-CAPEPLUS must  be   regular ly  c leaned.  Always  wash the product  separately  and  fol low the  washing  instruct ions.
Closely  observe  the  washing  instruct ions,  otherwise   the  qual i ty  of   the  hook and  loop  fasteners  may be  negat ively  affected.

•  The  S-CAPEPLUS has  a  one year  warranty   for  mater ial  and manufacture   faults ,  which   is  val id   f rom the  date  of  purchase.  The  manufacturer  may ask  you  for  proof  of   the  purchase date.
Therefore,   i t   is   recommended to  keep the   invoice   in  a  safe  place.  Faults  or  problems with   the  use  of   th is  product
as  a   result  of  an  accident,  misuse,   incorrect  use,  a lterat ions,  vandal ism,   incorrect  placement,   incorrect  maintenance or  administrat ion,  as  well  as  overdue normal  and  rout ine  maintenance,  
are  not  covered by   the  warranty.

•  The  manufacturer   is  not   l iable   for   (consequential )  damage as  a   result  of   the  use  of   the  S-CAPEPLUS.

Safety information


